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SUMMARY 


A fully  instrumented,  hydraulically  operated  shock  tube 
of  6.3  cm  bore,  in  which  chemical  reactions  can  be  studied 
at  reflected  shock  pressures  of  up  to  5 MPa,  is  described. 
Apparatus  for  the  detection  and  concentration  measurement 
of  species  not  detectable  by  conventional  ultraviolet  and 
visible  spectroscopy  has  been  developed.  Systems  for  these 
methods  of  dye  laser  intracavity  quenching,  dye  laser 
excited  Raman  spectroscopy  and  quadrupole  mass  spectrometry 
are  described. 
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1 . INTRODUCTION 

Shock  tubes  have  been  extensively  used  in  the  past  twenty  years  for  the 
study  of  gaseous  reactions  at  temperatures  between  1OC0  and  4000®K.  Most  shock 
tubes  used  in  physico-chemical  studies  are  such  that  observations  are  made  at 
pressures  of  1 kPa  or  less  behind  the  incident  shock  or  between  1 and  8 kPa 
behind  the  reflected  shock(refs.1 (a)  and  (b),  2 and  3).  Shock  tubes  generating 
reflected  shock  pressures  of  up  to  10  MPa  are  used  in  Germany(ref .4) . The 
basic  shock  tube  described  herein  (figures  1 and  2)  provides  reflected  shock 
pressures  between  O.t  and  5t0  MPa.  There  is  a choice  of  end  sections  (figure  3) 
for  terminating  the  driven  part  of  the  shock  tube.  When  high  pressures  are  to 
be  used  the  end  portion  attached  han  mountings  for  the  installation  of  timing 
devices,  pressure  transducer  and  two  sets  of  windows.  An  end  plug  is  used  so 
that  the  end  plate  is  very  close  to  the  centre  line  of  windows. 

For  low  pressure  studies  the  alternative  end  portion  of  the  driven  section 
terminates  in  either  an  end  plug  or  a large  flange  which  supports  a pinhole  and 
provides  a connection  to  a large  ballast  chamber  and  associated  pumps  (figure  4). 
This  end  portion  has  mountings  for  timing  devices,  pressure  transducer,  windows 
for  absorption/emission  spectroscopy  and  another  pair  of  windows  for  laser- 
excited  Raman  spectroscopic  studies.  In  addition  there  is  a device 
(figures  5 and  6)  which  permits  sealing  of  the  pinhole  until  a few  seconds 
before  a shock  arrives  at  the  end  of  the  tube.  The  pinhole,  ballast  chamber 
and  pumps  permit  gas  at  a pressure  of  about  100  kPa  to  enter  a quadrupole  mass 
filter  operating  at  a pressure  of  less  than  10“5  Pa. 

This  report  describes  the  various  sections  of  the  shock  tube,  the  principles 
involved  in  design  and  operation  of  these  sections  and  also  a number  of  items  of 
ancillary  equipment  used  in  shock  tube  experiments. 


2.  DRIVER  SECTION 

Tills  iu  of  stainless  steel,  is  19b.O  cm  in  length  and  6,3  cm  in  diameter. 

Wall  thickness  is  0,95  cm  and  the  interior  surface  has  been  honed  so  that  a 
piston  may  move  smoothly  along  0.4  of  the  total  length,  thereby  raising  the 
pressure  to  1 .67  times  the  original  value  to  rupture  the  diaphragm.  A choice 
of  thickness  of  diaphragm  provides  separate  levels  of  shock  intensity  and  finer 
control  of  shock  strength  is  available  by  setting  driver  gas  composition  between 
He/N2  = 100/0  and  0/l00. 

The  small  piston  has  three  0-rings  set  in  grooves  along  its  length  to  prevent 
by-pass  of  driver  gas.  In  order  that  driver  pressures  of  up  to  5,52  MPa  are 
available  the  small  piston  is  coupled  with  a large  piston  which  moves  in  a mild 
steel  cylinder  and  is  activated  by  compressed  air  from  a reservoir  held  at 
690  kPa,  The  large  cylinder  (length  = 93.47  cm,  diameter  = 30.08  cm)  has 
been  honed  and  the  piston  has  two  cup-rings  of  reinforced  plastic  to  prevent 
by-pass  of  compressed  air. 

A damping  device  is  attached  to  the  rear  of  the  large  piston,  thereby 
minimising  additional  forward  travel  when  the  diaphragm  bursts  and  also  smoothing 
reverse  travel  induced  by  pressure  pulses  subsequently  generated  downstream  of 
the  small  piston.  In  principle,  the  damper  consists  of  a dummy  piston  with  a 
by-))asa  line  and  control  valve  which  allows  oil  to  flow  in  the  direction 
required  to  occupy  the  space  created  by  movement  of  the  dummy  piston.  The 
setting  of  the  valve  and  the  backing  pressure  of  oil  within  the  damper  govern 
the  time  taken  to  intensify  the  pressure  of  gas  in  the  driver  section.  This  is 
usually  between  7 and  8 seconds. 

Just  beyond  the  mid-position  of  the  driver  section,  and  unable  to  be  reached 
by  the  small  piston,  is  a manifold  of  portholes  leading  to  lines  to  vent  excess 
pressure,  to  purge  with  air,  to  evacuate,  to  fill  and  to  measure  the  pressure 
of  filling  gas.  The  end  of  the  driver  section  remote  to  the  large  cylinder  is 
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thicker  in  conatruction  than  the  main  portion  of  the  driver.  It  has  a gauge  to 
read  driver  pressure  prior  to  diaphragm  rupture  and  an  inner  stainless  steel 
sleeve  which  may  be  advanced  under  hydraulic  action  so  that  the  diaphragm  holder 
may  be  firmly  clamped  to  the  reactant  section  (figures  8 and  9). 

When  the  large  piston  lies  at  the  "start"  position  the  small  piston  lies  in 
a guide  channel  just  inside  the  large  cylinder.  This  cylinder  is  mounted  on 
rollers  and  may  be  easily  disconnected  from  the  driver  tube.  Thus,  if  need  be, 
"lost"  diaphragm  petals  can  be  removed  from  the  driver  section. 

2.1  Ancillary  equipment 

A series  of  experiments  usually  commences  with  a driver  gas  mixture  of 
high  helium  content.  The  mixture  is  prepared  in  a large  high  pressure 
vessel  which  houses  an  electric  motor  (375W)  with  stirrer  blades  attached 
to  its  shaft.  During  the  mixing  of  gases,  a thermal  conductivity  detector 
(catharometer)  is  checked  with  a sample  of  pure  helium  and,  if  necessary,  a 
bridge  circuit  is  adjusted  to  give  full  deflection  on  a millivoltmeter. 

Then  a sample  of  driver  gas  mixture  is  passed  through  the  catharometer  and 
the  helium  content  read  from  the  calibrated  millivoltmeter.  The  use  of 
driver  gas  of  known  composition  allows  accurate  prediction  of  shock 
velocity  in  reactant  mixtures  containing  large  amounts  of  argon. 

A console  (figure  7),  set  alongside  the  driver  section,  permits  the 
operator  to  prepare  the  driver  section  conveniently  for  an  experiment  once 
the  diaphragm  has  been  installed  and  also  to  "let  down"  the  shock  tube  after 
an  experiment. 

The  air  supply  is  carefully  filtered  before  it  enters  the  large  reservoir. 
This  air  is  used  to  activate  the  large  piston  compressing  the  driver  gas  and 
also  in  hydraulic  intcnsifiers  used  to  clamp  the  diaphragm  section  between 
driver  and  reactant  sections,  to  clamp  the  end-plug  assembly  to  the  reactant 
section  and  to  activate  similar  devices  permitting  evacuation,  filling  and 
purging  of  the  reactant  section.  An  oil-mist  is  introduced  into  the  air 
before  it  is  used  in  these  various  devices. 

The  driver  section  can  be  evacuated  with  a vacuum  pump  (Edwards  ISC  150B). 


3.  DIAPHRAGM  SECTION 

The  holder  (figures  8 and  9)  consists  of  two  stainless  steel  parts  loosely 
held  together  by  spring  clips.  An  0-ring  set  in  each  mating  face  provides  a 
seal  for  the  diaphragm  held  between  these  faces.  The  mountings  of  the  spring 
clips  are  extended  to  provide  locating  points  which  serve  both  to  align 
correctly  the  scribed  marks  on  the  diaphragm  and  to  offer  consistently  the  same 
portions  of  mating  faces  to  the  driver  and  reactant  sections.  The  internal 
sections  of  the  faces  remote  to  the  diaphragm  exactly  match  the  internal  diameters 
of  driver  and  reactant  sections.  The  internal  sections  of  the  faces  alongside 
the  diaphragm  are  squares  of  side  6.77  cm.  The  surfaces  of  the  circular-to- 
square  transition  regions  have  been  carefully  ground  so  as  to  allow  smooth  flow 
of  expanding  driver  gas  and  also  to  permit  the  four  petals  of  metal,  created  on 
rupture  of  the  diaphragm,  to  bend  firstly  forward  and  then  in  the  reverse 
direction.  The  clamping  edges  are  carefully  rounded  to  minimise  the 
possibility  of  a petal  being  severed  from  the  bulk  of  the  diaphragm. 

Diaph’-agms  for  high  bursting  pressures  are  made  from  aluminium  purchased  to 
specification.  Octagons  are  stamped  from  sheet  and  are  provided  with  two 
locating  slots  as  referred  to  above.  Each  diaphragm  is  placed  on  an  anvil  and 
a cruciform  scriber  is  applied  hydraulically  with  end  stops  being  used  to 
ensure  that  a constant  thickness  of  metal  remains  below  the  sciibe-mark. 

Samples  of  each  batch  of  material  are  tested  to  measure  the  range  of  bursting 
pressures  determined  by  the  scribing  process. 
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Unscored  Mylar  diaphragms  of  various  thicknesses  are  used  for  lower 
bursting  pressures. 

The  diaphragm  holder  sits  loosely  in  a recess  provided  at  the  commencement  of 
the  reaction  section.  O-rings  seal  the  inner  and  outer  holder  faces  when  an 
inner  sleeve  of  the  driver  section  is  hydraulically  advanced  to  hold  the  three 
sections  tightly  together  (figure  9).  Quick  action  safety  clamps  secure  the 
diaphragm  and  prevent  pressure  loss  if  hydraulic  clamping  pressure  fails  while 
the  driver  section  is  pressurised. 


4.  REACTANT  SECTION 

The  major  portion  (250  cm)  is  of  stainless  steel,  0.45  cm  thick  and  6.20  cm 
in  diameter.  Either  of  two  end-portions  may  be  attached  to  complete  the  300  cm 
tube  length.  A thicker  section  at  the  commencement  of  the  reactant  tube  allows 
entry  of  a protruding  portion  of  the  diaphragm  section.  At  a distance  of  20  cm 
from  this  end,  a 2 cm  diameter  wall  plug  can  be  withdrawn  hydraulically  to 
provide  the  means  of  evacuating  and  filling  the  tube  with  reactant  gas.  0-rings 
are  used  to  obtain  vacuum-tight  seals  when  the  wall  plug  is  replaced. 

Disturbance  to  shock  and  gas  flow  over  this  area  is  negligible  since  final 
boning  of  the  interior  of  the  tube  was  done  with  this  section  in  position. 

4.1  High  pressure  end  of  reactant  section 

This  is  69  cm  in  length  but  the  end  plug  reduces  the  overall  internal 
length  of  the  tube  to  300  cm.  The  interior  was  bored  to  match  the  diameter 
of  the  longer  part  of  the  tube  and  the  final  honing  was  done  with  both 
parts  attached.  The  thicker  construction  (1 .85  cm)  of  this  portion  permits 
installation  of  a number  of  attachments.  At  a distance  of  10  cm  from  the 
end  plug  a valve  with  a wall-contoured  interior  face  can  be  withdrawn  to 
allow  the  tube  to  be  purged  with  air  at  the  completion  of  an  experiment. 

Pairs  of  windows  are  available  for  spectroscopic  studies.  In  the  horizontal 
path  they  are  of  quartz,  diameter  tapering  to  0.8  cm,  thickness  = 0.48  cm; 
in  the  vertical  path  they  are  of  barium  fluoride  or  sapphire  and  of  the 
same  dimensions.  The  centre  lines  of  these  paths  are  5 mm  from  the  end 
plug.  A pressure  transducer  is  mounted  in  the  same  plane  as  the  optical 
centre  line. 

Three  gold  film  detectors  are  stationed  at  distances  of  1.0,  16.0  and 
31 .0  cm  from  the  end  plug.  They  were  constructed  by  melting  glass  around 
two  tungsten  electrodes  and  grinding  a shoulder  on  the  cold  cylindrical 
glass  mount  so  that  it  could  be  set  into  a stainless  steel  mount  with 
adhesive.  The  front  surface  of  this  mount  exactly  matches  the  interior  of 
the  shock  tube  and  the  glass  and  tungsten  were  ground  to  conform  to  the 
same  contour.  A 1mm  wide  gold  strip  was  then  evaporated  between  the  tungsten 
leads  to  a resistance  of  about  15  ohm. 

The  end  plug  (22  cm)  is  long  due  to  the  presence  of  an  intensifier  at 
the  end  of  the  tube.  This  allows  the  end  plug  to  be  firmly  held  in  the  tube 
by  a hydraulically  activated  pressure  plate  after  the  plug  is  inserted  in 
breechlike  fashion. 

4.2  Low  pressure  end  of  reactant  section 

When  used  with  an  end  plug  this  section  is  a replacement  for  the  one 
described  above.  The  only  basic  differences  relate  to  the  facts  that  the 
second  set  of  windows  are  inclined  at  45°  to  the  horizontal  and  that  an  end 
plate  pinhole  sealing  valve  (figures  5 and  6)  can  be  hydraulically  advanced 
and  sealed  or  withdrawn.  This  device  is  used  when  the  end  plug  is  replaced 
by  a large  flange  which  incorporates  a central  0.005  cm  diameter  pinhole, 
and  which  connects  the  shock  tube  to  a large  pumping  assembly.  During 
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evacuation  and  filling  of  the  tube  this  valve  body  is  advanced  into  the  tube 
by  means  of  an  arm.  This  arm  carries  a rubber  grommet  which  can  be 
hydraulically  advanced  normal  to  the  arm  to  encircle  and  seal  off  the 
pinhole.  Several  seconds  before  a shock  is  sent  down  the  tube  the  grommet 
is  retracted  within  the  arm  and  the  arm  withdrawn  to  restore  the  interior 
of  the  tube.  The  control  for  the  pinhole  valve  is  mounted  behind  the  shock 
tube  control  panel  (see  figure  7)  and  incorporates  an  accurate  one  second 
delay  between  the  two  pneumatic  operatjons  (figure  10).  Within  seconds 
after  firing  the  sealing  of  the  pinhole  is  again  effected  by  manual  switching 
of  the  pinhole  valve  control.  The  pinhole  and  large  pumping  assembly  thus 
allows  a stream  of  unshocked  gas  followed  by  gas  that  has  been  heated  by  the 
reflected  shock  to  enter  a quadrupole  mass  filter. 

4.3  Ancillary  Equipment  and  Analytical  Instrumentation 
4.3*1  Pumping  System 

Reactive  gases  and  reaction  products  in  the  reactant  section  can 
be  roughed  down  with  a cold  trap  and  backing  piunp  (Edwards  ISP  30). 
With  another  cold  trap,  diffusion  and  backing  pumps  (Edwards  4 inch 
and  ISC  450  B respectively)  the  complete  reactant  section  can  be 
evacuated  to  better  than  1.33  x 10“5  Pa. 

4.3.2  Shock  Front  Detection 

The  resistance  change  of  thin  gold  films  caused  by  the  temperature 
rise  due  to  the  passage  of  the  shock  front  over  the  films  is  used  to 
detect  the  arrival  of  the  shock  wave  at  several  points.  The  output 
of  each  gold  bolometer  is  amplified  and  the  required  circuitry 
(figure  1 1 ) is  housed  in  a cylinder  attached  to  the  flange  on  the 
rear  of  the  bolometer  mount.  The  outputs  of  these  detectors  are 
used  to  trigger  submicrosecond  timers,  an  oscilloscope  and/or  a 
delay  unit  for  synchronising  analytical  instrumentation  at  a known 
time  after  shock  arrival.  The  use  of  flip-flop  circuits  allows  the 
same  bolometer  d(!tectors  to  measure  the  speeds  of  both  the  incident 
and  reflected  shocks. 

4.3.3  Timing  and  Recording 

The  measurement  of  one  or  two  time  intervals  is  normally  made 
using  Hewlett  Packard  5325B  0.1  ps  resolution  timers.  When  the 
timing  of  more  than  two  events  is  required,  a ten  channel  eight 
digit  or  a twenty  channel  four  digit  timer  is  used  (figures  12  and  13). 
Both  timers  have  0.1  gs  (or  up  to  one  ms)  resolution  and  a 
sequentially  switched  LED  display  of  the  time  from  a common  starting 
point.  Since  the  trigger  signal  required  to  stop  the  counter  is  a 
fixed  TTL  level,  five  channel  trigger  units  (figures  14  and  15)  are 
normally  used  in  conjunction  witli  a timer.  These  trigger  units 
ermit  the  separate  selection  of  polarity,  slope  and  voltage  level 
0-10  V,  0.01  V resolution)  for  each  channel. 

Instriunentation  data  from  pressure  transducers  or  photoelectric 
detectors  are  usually  recorded  by  photographing  the  trace  of  an 
oscilloscope  (Tektronix  555,  5B5  or  7904)  with  a Polaroid  camera 
(Tektronix  C27).  Moat  detector  signals  are  recorded  in  a linear 
fashion  where  the  recorded  signal  is  directly  proportional  to  the 
light  intensity.  However  logarithmic  response  is  sometimes  desirable 
for  a wider  dynamic  range  or  simplification  of  kinetic  interpretation. 

A dual  log  amplifier  (figure  I5)  is  used  for  these  purposes  or 
differentially  with  a double  beam,  two  wavelength,  two  detector 
system  for  compensation  of  lamp  instability  and  varying  background 
absorption.  When  greatest  accuracy  is  required  a transient  analogue 
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to  digital  converting  memory  unit  (figures  17  and  16)  is  • 

convert  the  signal  with  ten  bit  resolution  (O.l^)  and  8tor*r  .♦ 
up  to  1024  channels,  each  representing  a time  of  from  1..-  • 

The  unit  can  be  triggered  before  the  event  in  the  usual  wh;,  , : , 

continuous  cycling,  be  stopped  after  the  event  when  that 
triggering  is  more  convenient.  Stored  data  are  prif.tea  o.* 

Hewlett  Packard  5055A  digital  printer, 

VHien  using  either  a short  duration  flashlamp  for  recor^ir.^ 
absoi ption  spectra,  the  intracavity  quenching  of  a pulsed  jv*- 
for  detection  of  weak  absorption,  or  pulsed  laser  excited  khB.-kr 
spectroscopy,  a delay  unit  is  required  to  synchronise  the  'im  . 
pulse  with  a specific  period  of  reaction  at  a known  time  after 
arrival  of  the  shock  front.  A Nagard  model  5002  A double  p..-** 
generator  was  originally  used  for  this  purpose.  Double  digit i.  .• 
units  with  switch  selected  delays  of  0.1  ps  resolution  have  r.c.  • • 
developed  for  this  purpose  (figures  19  and  20). 

4.3*4  Pressure  Measurement 

Pressures  art'  measured  with  a piezo-electric  pressure  trat.si . • • 
(Kistler  603A)  used  with  a charge  amplifier  (Kistler  M*'. 

4.3.5  Mass  Spectrometry 

The  large  pumping  complex  for  the  mass  spectrometer  consi;  '.r 
stainless  steel  ballast  chamber  (2.0  m in  length,  0.5  m ii. 

Centrally,  in  the  front  of  this  horizontal  cylinder,  sits  a f-arv* 
for  mating  with  that  at  the  end  of  the  shock  tube.  Centrally,  a* 
the  rear  is  another  I’lange  to  which  is  attached  the  quadr’apol* 
filter  which  is  centred  on  the  shock  tube  - pinhole  axis,  and  ur.om* 
ionizer  is  12  mm  from  the  pinhole.  Near  both  ends  and  at  trie  rear 
of  the  cylinder  are  vertical  flanges  attached  to  large  baffle  ve.v». 
(Edwards  H12R12).  Each  valve  isolates  a diffusion  pump  (Eawarar  - 
connected  to  a booster  pump  (Edwards  9B3)  and  backing  marafoii.  * 
large  backing  pump  (Edwards  ISC  900)  serves  this  common  mai.ifc.3. 

The  entire  complex  can  be  offered  up  to  the  shock  tube  by  aavar.-.-., 
on  rails  in  the  direction  of  the  shock  tube.  Once  separated  fror 
the  shock  tube  the  complex  can  be  removed  on  rails  in  a direr ti or 
normal  to  the  shock  tube  axis.  A large  refrigerated  water  supi. 
is  used  for  dissipation  of  the  heat  generated  by  the  diffusior  sr. : 
booster  pumps.  Before  opening  the  pinhole  the  pressure  witf.in  *f.. 
quadrupole  is  1,3  x 10~^  Pa  or  less.  Shocked  reactant  gas  r? 
sampled  by  the  mass  filter  at  pressures  around  1.0  x 10“^  Pa, 

The  quadrupole  mass  filter  and  control  unit  (EAI  Quad  I'^'A' 
monitors  the  ion  currents  of  species  of  different  m/e  values  ‘■r 
known  sensitivities  for  a specific  emission  current.  Since  tr.e 
scan  rate  of  the  unit  is  too  slow  to  permit  the  detection  of  ever 
two  adjacent  peaks  in  the  one  millisecond  observation  time 
available,  non  scanning  operation  is  used  to  measure  the  ior  c ,rre- • 
of  one  selected  m/e  value.  The  output  from  the  electron  multip.;.T 
is  monitored  on  an  oscilloscope  using  a cable  driving  amplifier 
(figure  21 ),  or  using  a sensitive  oscilloscope  amplifier 
(Tektronix  1A7A  or  7A22)  and  probe  to  measure  the  voltage 
developed  across  a one  megohm  resistor. 
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In  most  cases  the  concentrations  of  intermediate,  product  or 
reactant  species  are  monitored  by  direct  absorption  in  the 
UV-Visible  (200-800  run)  spectral  region  using  a lamp  continuous  in 
both  wavelength  and  time.  However,  facilities  for  the  recording  of 
Raman  spectra,  infrared  emission  and  flashlamp  absorption  spectra, 
and  the  use  of  intracavity  quenching  of  broadband  dye  lasers  are 
also  available. 

4. 3.6.1  Light  sources  for  absorption  spectroscopy 

A one  kilowatt  xenon  arc  lamp  (Osram  XBO  lOOO)  is  used 
with  a filtered  current  regulated  supply  to  yield  a highly 
stable  source  (<  0.29?  ripple,  < 0.5^  noise)  for  absorption 
spectroscopy. 

A small  xenon  arc  lamp  (XBO  150  w/l)  with  stabilised 
power  supply  yields  equivalent  signals  at  fast  response 
times  (shock  tube  beam  widths  of  no  more  than  1 mm)  and 
narrow  spectral  slitwidths  because  of  its  smaller  arc  size. 

When  a more  intense  signal  is  required,  either  because  of 
low  signal  level  in  the  200-270  nm  region,  or  the 
interference  of  emission  with  the  absorption  signal,  a 
pulsed  intensified  xenon  arc  lamp,  as  described  in 
reference  5 (figure  22),  is  used.  Although  the 
intensified  emission  from  this  lamp  requires  nearly  3 ms 
to  stabilise,  the  intensification  factors  (at  maximum)  of 
from  20x  at  500-350  nm  to  50x  at  220  nm  represent  a 
valuable  gain  for  monitoring  species  such  as  CH3  and  HO2  at 
214  and  245  nm  respectively.  This  unit  is  triggered  from  an 
accelerometer,  mounted  on  the  diaphragm  clamping  section, 
which  detects  the  diaphragm  burst  some  2-3  ms  before  shock 
front  arrival  at  the  observation  windows.  The 
accelerometer  output  is  used  to  trigger  a several 
millisecond  wide  pulse  from  a pulse  generator  (Advance  PG54) 
via  an  intermediate  amplifier  (figure  23). 

A 100  W mercury  lamp  (Wotan  HBO  100  w/2)  with  extremely 
small  arc  dimensions  permits  precise  collimation  for 
multipass  absorption  and  a usable  signal  at  very  narrow 
spectral  slitwidths  for  fine  absorption  features. 

A water  cooled  deuterium  arc  lamp  (Gary  IOOOD)  is  useful 
in  the  200-250  nm  range,  particularly  where  scattered  light 
of  longer  wavelengths  from  other  lamps  mi^t  distort  the  real 
signal  or  require  a double  monochromator. 

In  some  cases  line  emission  sources  may  be  more  suitable 
for  absorption  work  because  the  high  intensity  of  the  line 
and  the  specificity  of  the  effectively  narrow  spectral  slit 
width  yield  an  improvement  in  the  signal  to  noise  ratio  and 
simplify  wavelength  adjustment  of  the  monochromator.  Hollow 
cathode  lamps  (e.g.  Pb  217  nm  for  CH^)  and  microwave 
discharge  lamps  (e.g.  Bi  307  nm  for  OH)  may  be  used  for  such 
purposes.  However  their  extended  source  dimensions  render 
collimation  more  difficult  for  narrow  beams  (fast  time 
resolution)  and  may  require  large  spectral  slitwidths  for 
usable  signal  levels.  Unless  the  required  emission  line  is 
intense  and  well  separated  from  nearby  lines  these  sources 
do  not  yield  better  signals. 

Flashlamps  of  about  2 ps  duration  and  50-100  J energy  are 
used  to  provide  a background  continuum  from  220-700  nm  on  a 
spectrographio  plate  for  the  detection  of  absorption  features 
in  a reaction  system.  A continuous  glow  discharge  is 
maintained  in  the  lamp  to  reduce  the  trigger  delay  (series 
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thyratron)  to  leas  than  3 Ao. 

4.3«(>-i^’  Raman  Spectroncopy 

Since  the  intensity  of  Raman  spectra  of  gases  is  weak,  a 
sensitive  and  efficient  combination  of  exciting  source  and 
spectrograph  has  been  developed  for  the  shock  tube.  This 
system  consists  of  a pulsed  laser  exciting  source  and  a 
large  aperture  double  dispersion  spectrograph  fitted  with  an 
image  intensifier  tube  for  photographing  the  spectra. 

The  laser  source  is  still  in  the  development  stage  and  its 
precise  final  form  not  yet  determined.  However,  a few  of  its 
essential  features  can  be  described.  It  consists  of  a 
collinear  pair  of  flashlamp  pumped  dye  lasers  similar  to  the 
system  of  Maeda  et  al(ref.6).  A low  power  narrowed  line 
oscillator  is  used  to  excite  a high  power  forced  oscillator. 
Both  sections  employ  integral  coaxial  dye  cell  - flashlamp 
structures  similar  to  that  of  Morrow  and  Price(ref .?) . 

However,  a re-entrant  dye  solution  flow  is  used  (figure  24) 
since  it  provides  both  a distortion  free  active  lasing  window 
area  and  a flow  of  dye  with  no  dead  volume  in  the  active 
region.  The  flashlamps  are  fired  by  separated  series 
triggers  (trigntrons)  to  produce  fast  rise  light  pulses  for 
exciting  an  ethanolic  solution  of  Coiunarin  102  (Eastman 
Kodak).  This  dye  was  selected  for  its  high  efficiency  and 
the  close  correspondence  of  its  lasing  wavelength  to  the 
maximum  sensitivity  of  the  image  intensifier.  The  natural 
broadband  (4  nm)  spectrum  of  the  first  section  is  narrowed 
by  air  spaced,  dielectric  coated  Fabry  Perot  etalons  similar 
to  those  of  Bradley  et  al(ref.8).  The  second  stage  is  forced 
to  oscillate  on  the  narrow  injected  line  by  simultaneous 
firing  of  the  flashlamps  to  yield  several  joules  of  radiation 
near  470  nm  with  a bandwidth  of  less  than  0.1  nm  and  a 
duration  of  about  3 l^s- 

The  dispersive  and  rejective  optics  of  the  Raman 
spectrograph  are  housed  in  a light-tight  baffled  box  fitted 
with  recording  systems  for  the  spectral  output,  and  collection 
and  calibration  optics  for  the  slit  input.  A rotating 
selector,  on  which  are  mounted  fixed  slits  of  from  0.025  to 
0.81  mm  is  fitted  to  the  front  of  +he  spectrograph  housing. 
Ahead  of  the  selector  is  an  efficient  sphero-cylindrical  lens 
(f/2)  which  images  a 25  cm  distant  point  as  an  ellipse,  and  a 
focussed  vertical  beam  as  a broadened  slit  shape.  A 
calibration  lamp  housing,  offset  from  the  entrance  optics 
axis,  is  fitted  with  Oriel  Neon  or  Mercury  lamps,  a shutter, 
and  several  neutral  density  filters.  The  light  is  imaged  by 
a 5 cm  lens  onto  the  upper  and  lower  sections  of  the  slit  by 
a pair  of  small  prisms  to  provide  a calibration  spectrum  with 
no  image  plane  movement  of  the  detector. 

The  spectrograph  (figure  25)  consists  of  a primary  single 
prism  disperser  at  the  focal  plane  of  which  is  an  adjustable 
knife-edged  mirror  to  reject  wavelengths  longer  (or  shorter, 
if  reversed)  than  that  selected  before  radiation  enters  the 
second  higher  dispersion  grating  section.  Light  entering  the 
slit  is  collimated  by  Li  (figure  25»  Schneider  Xenar,  1 :2, 
f = 100  mm),  dispersed  by  prism  P (l2.5  cm  base,  60®, 

Schott  glass  No.  SP.5)  and  then  focussed  by  lens  L2  (Schneider 
Xenar,  1:3.5i  f = 300  mm).  Mirrors  and  M2  fold  the 
optical  path  with  the  focal  plane  between  them  where  a knife 
edged  mirror  mounted  on  a micrometer  arm  is  used  to  divert 
light  of  the  excitation  wavelength  into  a light  trap. 
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The  transmitted  li/rht  is  apain  collimated  by  Lj  (Schneider 
Xenar,  1 :4.5»  f = 420  mm)  before  dispersion  by  grating  G 
(Bausch  and  Lomb,  15  x|IO  cm,  1200  lines  per  mm,  500  nm 
blaze)  to  lens  L4  (Schreider  Xenar,  1:4.5,  f = 300  mm)  which 
forms  the  spectrum  at  plane  S. 

The  spectriun  can  be  recorded  directly  on  film  (Polaroid 
or  127  X 101  mm  sheet  film)  or  glass  plates,  or  via  an  image 
intensifier  tube.  The  gated  tube  (English  Electric  P829A) 
is  synchronised  with  the  laser  pulse  to  yield  light 
amplifications  of  up  to  10^.  The  intensified  image  is 
recorded  on  Polaroid  film  using  a Tektronix  Cl  2 high  speed 
camera  fitted  with  a 1:1  f/l .4  lens. 

4. 3. 6. 3 Intracavity  Quenching  of  Broadband  Dye  Laser  Emission 

Photomultiplier -monochromator  detection  is  not  a very 
sensitive  technique  with  most  light  sources  when  an 
absorption  feature  is  very  narrow  or  weak.  A considerable 
enhancement  of  the  sensitivity  of  detection  of  such 
absorption  can  be  achieved  with  the  absorbing  species  inside 
a laser  cavity,  where  a decrease  of  the  broadband  emission 
envelope  occurs  at  wavelengths  where  absorption  reduces  the 
laser  gain  and  output.  Relatively  low  power  (IO  mJ)  pulsed, 
brondban(i  dye  lasers  (of  several  nm  bandwidth)  are  suitable 
for  most  applications  (4OO-8OO  nm,  resolving  power  <100,000). 
For  nhock  tube  use  n flashlamp  pumped  dye  laser  of  moderately 
short  duration  (2  iin)  was  constructed  so  that  tlie  shock  tube 
obsorvation  section  is  within  its  optical  cavity.  The  laser 
is  essentially  the  same  as  those  of  the  Raman  source,  except 
that  this  unit  fits  in  the  centra]  tubular  hole  of  a coaxial 
capacitor  on  the  optical  bar.  Complete  coverage  of  the 
visible  region  is  possible  by  selecting  one  of  about  fifteen 
dyes  and  adjusting  the  concentration  to  match  a required 
centre  wavelength  wit]i  a bandwidth  of  from  4 to  1 5 nm.  The 
several  millirndian  divergent  output  beam  can  be  tightly 
focussed  with  a cylindrical  lens  onto  the  entrance  slit  of 
a spectrograph  enabling  the  use  of  very  narrow  slitwidths 
and  high  resolving  powers. 

4. 3. 6. 4 Wavelength  Selection 

Several  monochromators,  spectrographs  and  non-dispersive 
wavelength  selectors  are  available  for  spectroscopy. 

A Hilger  11700  monochromator  with  interchangeable  quartz 
and  glass  prisms  is  used  most  often  for  absorption 
measurements.  When  working  in  the  infrared  region  either  a 
Perkin  Elmer  model  83  sodium  chloride  prism  monochromator  or 
a Bausch  and  Lomb  grating  monochromator  (0.8  - 1 .6  or 
1.6  - 3.2  Mm)  is  used.  The  latter  instrument  is  also  used 
with  two  other  gratings  (200-400  nm,  400-800  nm)  to  monitor 
very  broad  absorption  regions,  or,  in  conjunction  with 
filters  to  minimise  the  effect  of  internal  scattered  light, 
when  working  in  regions  where  the  lamp  output  is  low. 

Two  prism  spectrographs  are  used  for  flashlamp-absorption 
work  and  laser  intracavity  quenching  studies.  A quartz 
prism  unit  (Hilger  E 498)  provides  adequate  dispersion  in 
its  200-800  nm  coverage  on  a single  plate  for  most 
absorption  features.  For  fine  line  absorption  studies,  and 
for  all  laser  intracavity  quenching,  a Littrow  unit 
(Hilger  E 478)  with  glass  or  quartz  prisms  is  used. 
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Coloured  glass  and  multilayer  dielectric  coated  filters 
are  also  used  either  alone  in  the  infrared  for  wavelength 
selection,  or  in  conjunction  with  dispersive  instruments  to 
reduce  the  interference  of  scattered  radiation  with  the 
desired  signal.  Emission  studies  at  fairly  broad  bandwidths 
are  also  usually  made  with  well  blocked  filters  and  a 
detector  because  of  the  simple  optical  set  up  required  and 
the  large  apertures  which  can  be  employed  to  increase  the 
signal. 

An  adjustable  Fabry  Perot  interferometer  (Burleigh  RC  40) 
with  interchangeable  mirrors  covering  most  of  the  visible 
spectrum  with  a finesse  exceeding  50  and  a free  spectral 
range  (at  600  nm)  of  from  1.2  x 10“^  to  1 .8  nm  is  also 
available  for  very  narrow  spectral  features. 

4. 3. 6. 5 Detectors 

Photomultipliers  are  most  often  used  for  the  detection  of 
radiation  in  the  200-900  nm  range  because  of  their  high 
sensitivities  and  fast  response  times.  End  windowed  tubes 
with  S1  photocathodes  are  usually  employed  (EMI  9526  B). 
However  for  some  applications  a red  sensitive  photocathode 
is  required  (RCA  C 31034,  usable  sensitivity  to  900  nm)  and 
for  the  far  ultraviolet  a "solar  blind"  unit  (RCA  C 31034, 
usable  sensitivity  in  180-320  nm  region)  is  invaluable. 

Infrared  radiation  is  detected  by  a cooled  photoconductive 
device  (Optoelectronics,  0TC-11-52T,  PbSe,  1-5  pm)  or  a 
pyroelectric  detector. 


5.  CONCLUSION 

The  shock  tube  described  in  this  publication  was  designed  for  convenience  of 
operation  over  a broad  range  of  conditions  with  an  extensive  variety  of  analytical 
instrumentation.  Results  obtained  so  far  have  successfully  demonstrated  the 
achievement  of  these  objectives  with  throughputs  of  up  to  thirty  shocks  per  day, 
reflected  shock  pressures  of  up  to  fifty  atmospheres,  duplication  of  shocks  to 
less  than  0.5^  difference  of  shock  speeds,  and  the  detection  of  low 
concentrations  of  transient  species  by  laser  intracavity  quenching.  The  high 
pressure  capability  of  the  tube  enables  lower  concentrations  of  intermediates 
to  be  detected,  or,  if  strictly  isothermal  conditions  are  required,  very  low 
concentrations  of  reactants  may  be  employed.  From  the  wide  range  of  analytical 
instrumentation  available  it  is  possible  to  monitor  concentrations  of  species 
of  various  absorption  strengths  at  wavelengths  in  the  200  nm  - 5 Pm  region, 
and  of  non-absorbers  detectable  by  mass  spectrometry  or  Raman  spectroscopy. 

Results  of  using  the  shock  tube  and  its  associated  instrumentation  will  be 
described  in  future  reports  on  the  investigations  of  various  chemical  systems. 
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Figure  11.  Bolometer  amplifier  circuit  diagram 
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